Abstract: The Resistive Plate Chambers detector system at the CMS experiment at the LHC provides robustness and redundancy to the muon trigger. A total of 1056 doublegap chambers cover the pseudo-rapidity region |η| ≤ 1.6. The main detector parameters and environmental conditions are constantly and closely monitored to achieve operational stability and high quality data in the harsh conditions of the second run period of the LHC with center-of-mass energy ( √ s) = 13 TeV. First results of overall detector stability with 2015 data and comparisons with data from the LHC RUN-1 period at √ s = 8 TeV are presented.
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CMS Experiment
The Large Hadron Collider (LHC) [1] , the most energetic particle accelerator ever built is a double ring structure that collides beams of protons at a center-of-mass energy of 13 TeV. Located at one of the 4 interaction points is the Compact Muon Solenoid (CMS) experiment [2] , where three types of gaseous detectors are used to identify and measure muons. In the barrel region (the pseudo-rapidity |η| < 1.2), Drift Tube (DT) chambers are used. In the endcaps, Cathode Strip Chambers (CSC) are deployed which cover the region up to |η| < 2.4. In addition to this, resistive plate chambers (RPC) [3] are installed in both barrel and end-cap regions. These RPCs are operated in the avalanche mode to ensure the expected time resolution of ≈ 2 ns at rates of the order of 10 kHz/cm 2 . To monitor and optimise the performance of RPCs within CMS, data taken during 2015 at 13 TeV have been studied and compared with 2012 data at 8 TeV.
The Resistive Plate Chambers
The CMS-RPC system is composed of double-gap chambers, each 2 mm gas gap formed by two parallel bakelite electrodes. Copper readout signal electrodes are placed in between the gas-gaps. In the barrel the muon system is made of four coaxial stations, interleaved with iron yokes. The endcap region consists of three iron disks interlayed with 4 RPC stations. The geometry of the RPC strips is mainly driven by the need to have the trigger adjustable on different pT muons. In the barrel, the strip shapes are rectangular while in the endcaps they are trapezoidal. More details about the CMS muon system might be found in the Technical Design Report [4] . The total number of readout channels of the RPC system is larger than 130,000.
2 RPC Performance during RUN-1 and RUN-2
RPC Background
Background radiation level in the CMS muon system is one of the important factors in the overall performance. Low-momentum primary and secondary muons, low-energy gamma-rays, neutrons, and LHC beam-induced backgrounds could have an impact on performance of trigger and pattern recognition of muon tracks. In addition, excessive radiation levels can also cause premature ageing of the detectors.
Main contribution in measured RPC rate is coming from background. A plot is shown in figure 1 as an example of 2015 at 13 TeV with its comparison to 2012 at 8 TeV. As shown in figure 2, RPC rates increase approximately linearly with the luminosity of LHC. The linear behaviour can be used to extrapolate the rate for future upgrades. The rates increase for those chambers which are farther from the interaction point.
Efficiency vs. High Voltage
A high voltage (HV) scan was performed every year: collision data was recorded at several HV settings during a series of runs to define the optimal operating voltage for each chamber. Details can be found in [5, 6] for a full explanation of the HV scan, dependence of efficiency on the HV, including the analysis and methodology. The dependence of the avalanche production on the environmental pressure P, temperature T and the applied HV can be summarised in an effective HV equation (2.1).
Where HV e f f is effective high voltage, HV is applied high voltage, and the reference temperature and pressure are T 0 = 293 K and P 0 = 965 mbar respectively. HV50 is defined as the high voltage at which a chamber reaches 50% of the plateau efficiency. The width and the peak of distributions depend mostly on the construction specifications such as spacers sizes and operational conditions. The spacers are supports that create RPC gaps in the chambers. The distributions for 2011, 2012 and 2015 as shown in figure 3 are very similar therefore no obvious ageing effect is observed. Cluster size (CLS) is defined as the number of adjacent strips fired when an avalanche is produced in the RPC. RPC system has stable cluster size of about 1.8 strips over the years, which is in agreement with CMS TDR. CLS history in 2011 and in start of 2012 as shown in figure 4 , is affected by applied pressure corrections and several HV settings. During 2011 and the beginning of 2012 the applied HV to every RPC detector was corrected to compensate for pressure changes in the CMS cavern. The CLS at the end of 2012 was kept lower than 2011 to maintain a stable trigger rate. The fluctuation for 2015 in middle of June and beginning of October, are due to the performed HV and threshold scans.
Cluster Size
Efficiency
Segment extrapolation method [7] is used to calculate the RPC efficiency. A DT/CSC segment of high quality, associated to a stand-alone muon track, is extrapolated to RPC strip plane. RPC efficiency depends on the atmospheric pressure in the cavern. In order to compensate this dependence, automatic corrections to the HV have been applied during the data taking. Efficiency is affected by several HV settings and applied pressure corrections, during 2011 and beginning of 2012 as shown in figure 5 . The fluctuation for 2015 in middle of June and beginning of October, are due to the performed HV and threshold scans. Average RPC efficiency during 2015 at 13 TeV was ≈ 94% after 1 year of LHC running as detectors were operated at lower working points. During 2015 the RPC system was running with a very stable efficiency.
Conclusion
CMS RPC system was operating very well during RUN-2 (2015). Performance is comparable with RUN-1 (2011-12) delivering good triggers and data for physics. After 1 year of LHC running with increasing instantaneous luminosity and 6 years from the end of RPC construction, the detector performance is within CMS specifications and stable with no degradation observed. From the measured background, no significant issues were found for running up to high luminosity scenarios.
